Magnetoencephalography (MEG) is a neuroimaging technique that accurately captures the rapid (sub-millisecond) activity of neuronal populations. Interpretation of functional data from MEG relies upon registration to the participant's anatomical MRI. The key remaining step is to transform the participant's MRI into the MEG head coordinate space. Although both automated and manual approaches to co-registration are available, the relative accuracy of two approaches has not been systematically evaluated. The goal of the present study was to compare the accuracy of manual and automated co-registration. Resting MEG and T1-weighted MRI data were collected from 90 participants. Automated and manual coregistration were performed on the same subjects, and the inter-rater reliability of the two methods compared using the intra-class correlation. Mean coregistration error for both methods was within acceptable limits. Reliability was in the fair range. These results suggest that the output of the automated coregistation procedure is comparable to that achieved using manual coregistration.
Introduction
Magnetoencephalography (MEG) is a neuroimaging technique that accurately captures the rapid (sub-millisecond) activity of neuronal populations. Indeed, MEG can only detect signal from the synchronous firing of neuronal populations in a cortical patch of approximately 10 mm 2 or larger (Lü & Williamson, 1991) , making it essentially a network-detection technique. Due to a relative scarcity of reimbursable MEG-based clinical procedures, historically MEG was available at only a relatively limited number of cutting-edge research and clinical institutions (Bagić, 2011) . However, interest in MEG has grown as the technique's potential has been revealed over the past four decades, with increased recognition of MEG as a means of directly evaluating neuronal networks and their relevance to a range of disorders as well as to typical cognitive and affective processes.
As is the case for other functional neuroimaging approaches such as fMRI, interpretation of functional data from MEG relies upon registration to an anatomical or template MRI (Hämäläinen, 1991) . Because the data for the two modalities are collected on different scanners and in different coordinate spaces, the procedure for MRI-MEG co-registration is somewhat more involved than is the case for MRI-fMRI registration. Typically during preparation for an MEG scan, three to four head position coils are affixed to the participant's scalp, and then a 3D digitizing pen is used to digitize important points including the coil locations, anatomical landmarks that typically include the nasion and preauricular points, as well as a detailed headshape using approximately 150 points. The headshape points are collected from the brow, bridge of the nose, and skull, avoiding the lower jaw and cartilaginous or fatty tissue that would be expected to shift when the participant moves or might be compressed by the head coil during the participant's MRI scan. Because this preparation process can be somewhat labor-intensive and subject to variability in technician skill, alternatives such as use of a bite bar (Adjamian et al., 2004) , 3-D camera (Vema Krishna Murthy, MacLellan, Beyea, & Bardouille, 2014) , or 3-D MEG Coreg 2 laser scanner (Bardouille, Krishnamurthy, Ghosh Hajra, & D'Arcy, 2012) have also been explored but are not widely used.
During the MEG scan session, the head position coils are energized at known frequencies, which permits the precise measurement of their locations relative to the MEG sensor array. Because at the conclusion of an MEG scan the relative locations of the sensors, coils, anatomical landmarks, and headshape points are known, transforming the MEG data to the participant's head coordinate space is relatively simple. The key remaining step is to transform the participant's MRI into the MEG head coordinate space. This transformation is the focus of the MEG-MRI co-registration process.
The co-registration process itself is straightforward. A high-resolution 3-D head surface based on the skin-air boundary can be extracted from a T1-weighted MRI using readilyavailable analysis toolkits such as Freesurfer. Incorporation of this surface into the coregistration process has been shown to improve the quality of the co-registration (Whalen, Maclin, Fabiani, & Gratton, 2008) and is the standard in MNE-python and its predecessor, MNE (Hämäläinen, 2001) . Similar procedures are used in other MEG analysis packages. In the absence of significant MRI artifacts, the participant's distinguishing features, including the face and the anatomical landmarks collected during MEG preparation, are clearly visible on this surface. The anatomical landmarks and MEG headshape can be used to co-register the MRI head surface (and therefore the MRI data) to the participant's head coordinate space. Typically this involves manually identifying the anatomical landmarks on the MRI head surface, using these values to perform an initial transformation, and then using a least-squares approach (Besl & McKay, 1992) to assist in refining the transformation until the distance between the MEG headshape and the MRI head surface has been minimized. This can be accomplished using template MRIs, but MEG data can be localized with higher confidence when the individual participant's own structural MRI is used for their co-registration. Numerous toolkits are available to assist the analysist in co-registration, including but not limited to MNE-python, SPM, Fieldtrip,
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BrainStorm, and Nutmeg. Importantly, although both automated and manual approaches to coregistration are available, the relative accuracy of two approaches has not been systematically evaluated. The goal of the present study was to evaluate the comparability of manual and automated co-registration using MNE-python.
Method
As part of an ongoing study, resting MEG and T1-weighted MRI data were collected from 90 participants (mean age = 35.20 years (SD=10.04), 42.2% female, 50% Hispanic). MRI data were collected on a Siemens 3T Trio Tim system (Siemens Healthcare, Erlangen, Germany) using a 32-channel head coil. Paper tape was placed across each participant's forehead to reduce motion. Structural images were collected with magnetization-prepared 180° radiofrequency pulses and rapid gradient-echo sequence (MPRAGE; TE = 1.64, 3.5, 5.36, 7.22, and 9.08 ms; TR = 2.53 s; FA = 7°; number of excitations = 1; slice thickness = 1 mm; FOV = 256 mm; resolution = 256×256). Standard preprocessing was conducted using the Freesurfer image analysis suite (Fischl, 2012) , which is documented and freely available for download online (http://surfer.nmr.mgh.harvard.edu/). Each MEG scan had previously been manually co-registered to its corresponding MRI using MNE (Hämäläinen, 2001) . Automated co-registration in MNE-python was performed by MEG Coreg 4 transforming standard landmark coordinates (nasion, preauricular points) from the MNI-305 brain to each participant's native space, performing an initial fit to the MRI head surface using only the landmarks, then applying several iterations of a least-squares algorithm, eliminating outlier head points (i.e., those > 5 mm away from the head surface), and applying the leastsquares algorithm again. The final affine transformation was then saved and the errors (i.e., the distance between each MEG headshape point and the nearest point on the MRI head surface) preserved. Errors for manual coregistrations were obtained by applying the affine transformations from the manual coregistration to the MEG headshape and computing the distance between each MEG headshape point and the nearest point on the MRI head surface.
The inter-rater reliability of coregistration error for manual and automated co-registration was compared using the intraclass correlation (ICC model 3,1: Shrout & Fleiss, 1979) .
Results
Median coregistration error for manual coregistration was 1.37 mm (IQR 1.17-1.63), and for automatic coregistration 1.58 mm (IQR 1.23-2.05). The difference in localization error between manual and automated co-registration was approximately 0.313 mm (SD 0.555 mm). The interrater reliability for the two methods was ICC = 0.472, which is in the "fair" range (Cicchetti & Sparrow, 1981) .
Discussion
In our data, both manual and automated co-registration yielded acceptable results. The coregistration error obtained for both processes in the present study is consistent with that of other studies. For instance, a study using bite bars to reduce motion found a mean coregistration error of 1.16 mm (Adjamian et al., 2004) , while a study using a 3D scanner found mean error of 2.2 mm (Bardouille et al., 2012) , and one using a 3D camera (Kinect) observed a mean error of 1.62 mm (Vema Krishna Murthy et al., 2014) .
The moderate inter-rater reliability suggests that the outputs of manual and automated coregistration processes are similar. That is, despite the extensive training and time requirements MEG Coreg 5 of manual co-registration, it conferred no substantial advantage in accuracy over automated coregistration, at least for the coregistration error metric we evaluated, which described the distance between the MRI-derived participant's head points and head shape points collected at the time of the MEG scan.
It is worth noting that the MRI scans included in the present study appear to have been relatively artifact-free. Data from participants with common sources of susceptibility artifact such as braces, permanent retainers, other dental work, and certain hair products (Chenji et al., 2017) would likely result in distortions of the MRI head surface, requiring greater attention and the potential for substantial manual intervention during co-registration.
Conclusion
Until devices capable of collecting both MRI and MEG data become commercially available (Vesanen et al., 2013) , co-registration will remain a limiting factor in the localization accuracy of MEG data. Reporting of co-registration error is considered a best practice for MEG (Gross et al., 2013 ) but adoption has been slow. The recent implementation of procedures to estimate coregistration error in analysis packages such as MNE-python (Gramfort et al., 2014 ) may help to accelerate this. Our results suggest that in many cases a simple automated processes performed using freely-available and open-source software can co-register MEG and MRI data with no loss of quality, avoiding the time and training requirements of manual co-registration.
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